Sentinel-5 Precursor satellite. TROPOMI is a nadir-viewing imaging spectrometer with bands in the ultraviolet and visible, the near infrared and the short-wave infrared (SWIR). An accurate instrument spectral response function (ISRF) is required in the SWIR band where absorption lines of CO, methane and water vapor overlap. Therefore a novel method for ISRF determination for an imaging spectrometer was developed and applied to the TROPOMI-SWIR band. The ISRF of all detector pixels of 5 the SWIR spectrometer has been measured during an on-ground calibration campaign. The accuracy of the derived ISRF is well within the requirement for accurate trace-gas retrievals. Long-term in-flight monitoring of the ISRF is guaranteed by the presence of five SWIR diode lasers.
requirement on the ISRF is that it should be known with an accuracy of 1% of its maximum where the ISRF is greater than 1% of its maximum (Buscaglione, 2011; Hu et al., 2016) . To reach the required accuracy, the ISRF has been measured with high spectral resolution during on-ground calibration measurements using a scanning monochromatic light source covering the SWIR band.
In the literature, the instrument spectral spread function (ISSF) and instrument spectral response function (ISRF) are often 5 confused. In this paper, we define a "spread function" and a "response function" as follows: a "spread function" maps an object to image space, which involves many detector pixels; a "response function" maps an image to object space, which is a property of a given detector pixel. The ISSF is measured simply by illuminating the spectrometer slit homogeneously with a monochromatic source and taking a detector image (frame). In the spectral dimension, about 4-5 points have significant signal. This is the spread function of the instrument for this wavelength. In Fig. 1b it is shown as a red cross section. When the 10 wavelength is scanned in small steps over a set of frames, the signal in those frames for a given pixel (that is illuminated in at least some of the frames) forms an ISRF, with an arbitrarily fine sampling. This is shown as a green cross section in Fig. 1c .
There is an infinite number of ISSFs (one at each wavelength) and a finite number of ISRFs (one for each pixel).
The ISSF consists of one sample from each ISRF of a few neighboring pixels on a row. If the ISRF varies negligibly between these pixels, the ISSF is a sparsely sampled version of this ISRF. However, Fig. 1a shows that the samples taken with increasing During the on-ground calibration measurements, the absolute wavelength of the source is not measured accurately enough.
Instead, each frame is seen as the measurement of an ISSF per row, and the column index of the fitted center is used as a wavelength label for the row data. The ISRF of a pixel, based on data from a set of frames, is then the normalized signal as 20 a function of wavelength in pixel units (non-integer values). It should not be confused with the ISSF, which has basically the same horizontal scale but then in integer pixel values. Only at the end of the algorithm is the ISRF of a given pixel converted to a function of wavelength in nm, using the wavelength assignment derived from an independent wavelength calibration measurement. This results in the ISRF calibration key data (CKD) which are used in trace-gas retrievals.
The measurements used for the ISRF characterization are presented in Sect. 2. A description of the method and algorithm 25 used to derive the ISRF for all illuminated pixels is presented in Sect. 3. Details of the algorithm are discussed in Sect. 4, where we also present the ISRF analysis based on the on-ground calibration measurements. The validation of the irradiance ISRF using the radiance measurements is discussed at the end of Sect. 4. The in-flight monitoring of the ISRF is briefly described in Sect. 5.
Calibration measurements
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In this section, we describe the setup used during the ISRF calibration measurements, performed at the Centre Spatial de Liège (CSL) in Belgium, during the on-ground calibration campaign (Kleipool et al., 2017) . In this setup, the light source employed is a 2 W continuous-wave optical parametric oscillator (OPO), custom-built by VSL (Delft, the Netherlands). The OPO is pumped by a single-frequency distributed feedback fiber laser operating at 1064 nm which is amplified to 10 W by an ytterbium fiber amplifier. The OPO wavelength is set coarsely between 2290 nm and 2390 nm by manually setting the temperature of the periodically poled lithium niobate crystal and rotating the etalon mounted on a galvo. The wavelength is scanned continuously over a range of about 2 nm by applying a changing piezo voltage to the fiber laser and simultaneously changing the crystal temperature with a predetermined dependence on the piezo voltage. To avoid speckle patterns on the detector, the light is sent 5 to an integrating sphere via a high-speed spinning mirror with a small angle between the rotation axis and the normal. The light exits the integrating sphere and is collimated with a field stop and an off-axis parabolic mirror. The instrument is mounted on a cradle in order to scan all swath angles in a range of 108
• around nadir. The beam corresponds to a swath-angle coverage of 1.1
• , when the radiance port of TROPOMI is used. During irradiance ISRF measurements, the whole swath is illuminated at once via the on-board solar diffuser. With a neutral density filter just after the OPO, the power entering the instrument has 10 been reduced to avoid saturation. During a wavelength scan, the data is collected at 10 Hz during approximately 165 seconds, taking approximately 80 samples. Background measurements are taken by closing a shutter between the filter and the spinning mirror. For more details on the setup, see Tol et al. (2017, Sect. 2) .
Calibration measurements via the radiance port and irradiance port have been performed to verify that they are identical.
The measurements of the radiance ISRF lasted significantly longer as not only the laser wavelength had to be scanned, but 15 also the swath angle. Therefore, during the radiance ISRF measurements about 100 wavelength scans per manual wavelength setting are performed to cover all swath angles, and due to time constraints one-way wavelength scans were taken. During the irradiance ISRF measurements each wavelength scan was performed up and down.
Methodology
In this section, we describe our method to characterize the TROPOMI-SWIR ISRF in general. Specific measurement issues 20 will be discussed in Sect. 4.
ISRF shape
To derive the ISRF from the measured ISSF, an assumption has to be made on the shape of the ISRF. In an iterative way, the ISRF shape can be made more complex to fit its detailed features. At the start of the procedure it is assumed that the ISRF is just a convolution of a block distribution with a normal distribution. This corresponds to an image of the slit on the detector 25 (the block), with the optics blurring the image (the normal distribution). In later iterations, the normal distribution is allowed to be skewed. As the measurements show longer spectral tails, a dedicated tail function is added to the ISRF to account for this.
For the tails, several functions were tried. In the end, the Pearson type VII distribution resulted in the best fit.
Mathematically, the ISRF is modeled by the weighted sum of functions for the peak and the tails. Peak function S is a skew-normal distribution convolved with a block distribution and tail function P 7 is a Pearson type VII distribution.
The two constituent distributions have been normalized to area 1, so that weight η is the fraction of the total area in the tail 5 function. The weight has to be in the range 0 ≤ η ≤ 1. The ISRF model is a function of column index c with its mean at c 0 ,
where both are non-integer numbers. The wavelength assignment is performed when the ISRF calibration key data (CKD) are generated: the SWIR wavelength calibration key data are used to assign a wavelength to the center of a pixel and the ISRF is defined relative to that wavelength.
Peak function S has three shape parameters, the skew-normal width d, skewness parameter s and block width w:
with
and using Owen's T function (Patefield and Tandy, 2000) 15
Tail function P 7 has two shape parameters, γ and m:
with m > 1/2 and γ > 0. The specific case P 7 (c; γ, 1, c 0 ) is the Lorentz distribution with half width at half-maximum γ.
Data preparation
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The measurement data are corrected for background, pixel response non-uniformity and stray light (irradiance only). Absolute (ir)radiance calibration is not required. Readouts from bad pixels are discarded in the analysis.
The measurement data of each wavelength scan are processed separately. Frames where the light source was off or very weak are discarded. In each remaining frame, the column with the maximum average signal is determined and the columns up to 7 pixels from this peak column are selected, to include the faint signal of the tails. 
ISSF fit
The ISRF parameters cannot be retrieved directly from the measurements, because the wavelength and intensity of the signal are unknown and have to be determined via the ISSF. The ISSF is assumed to be the mirrored version of an ISRF, which can be modeled with the function AR(c; d, −s, w, η, γ, m, c 0 ) using Eq. (1); only its skew parameter s has the opposite sign. In each frame, the ISSF of an illuminated row is fitted to the ISRF shape to normalize the signals and to find the wavelength peak 5 position expressed in pixel units (Fig. 1b) . The normalized signal and the distance to the fitted peak position yields one point of the ISRF shape, illustrated by the intersection of the red and green line in Fig. 1a . The normalized signal as a function of the fitted peak position forms a set of points covering the ISRF shape (Fig. 1c) .
ISRF fit
For a specific pixel in a row, each frame yields one ISSF fit and thus one point of the ISRF shape. While scanning the laser 10 and recording frames, the set of points covering the ISRF shape of a given pixel is generated from the ISSF fits. As the laserwavelength scan is not regular, the ISRF data points are not on a regular grid. Therefore, the points in the scan range are collected in bins of 1/32 of a spectral pixel and a median is applied to the data points in each bin. Empty bins are discarded.
Reducing the number of points like this also speeds up the fitting and reduces noise while no significant details are lost. The ISRF is fitted with the function AR(c; d, s, w, η, γ, m, c 0 ) using Eq. (1).
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The quality of the fit is determined by calculating the fit variance, the sum of the squared fit residuals where the fit function is larger than 6% of the maximum, divided by the number of degrees of freedom (number of points minus the free fit parameters).
The square root of the fit variance is the rms value.
ISRF parameter smoothing
The ISRF calibration key data has to be valid for the whole SWIR spectral range and for all swath angles. However, the ISRF 20 fits are valid locally (at location (r, c)) and not available for all pixels. It is expected that the fit parameters that define the local ISRF vary only smoothly over the surface of the detector as this is determined by the spectrometer optics. Therefore, a bivariate polynomial fitting is used to smooth and to interpolate the ISRF fit parameters. The model with variables r and c, where the first row and column are mapped to −1 and the last row and column mapped to +1, is given by
25 using Chebyshev polynomials of the first kind T n (x) and indices To obtain good results for the ISRF parameter fitting, obvious outliers in the individual ISRF-fit results should be rejected before the bivariate polynomial fit is performed. Given the distribution of outliers (in columns at the same wavelength), it is judged that most of them are caused by laser artifacts. The following data selection was applied before the parameter fitting:
-no ISRF fit is performed on the first and last two pixels of an automated scan, because the whole peak of the ISRF should be present in the data;
5
-curve fit solutions were rejected in case the curve-fitting routine signaled an error. This happened for a small fraction of the pixels (< 1 %), due to bad ISRF data;
-unrealistic curve-fit solutions are rejected: skew-normal width d < 0.1 or skew |s| > 5;
-poor fits are rejected based on their rms value. Irradiance measurements: reject data of the whole column when its median rms is larger than 0.0065. Radiance measurements: reject ISRF fits with an rms larger than 0.0065.
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The ISRF of a given pixel can sometimes be derived multiple times, because (i) the automated scans overlap in wavelength; (ii)
for irradiance measurements, all automated scans are performed twice: scanning up and down in wavelength. (iii) for radiance measurements, successive scans overlap in the swath direction by half a pixel. For the parameter fits, only the ISRF fit with the smallest rms is used.
Orders M of the bivariate Chebyshev expansions applied to the irradiance and radiance data are equal, except in cases of 15 d and s. The irradiance data has a better coverage in both spectral and spatial directions, so a higher order M = 7 could be applied on the parameters d and s, which show much more structure than the other fit parameters. An order M = 6 was used on the radiance data. Order M used for w, γ and η are 5, 2 and 2, respectively. The result of this step yields the ISRF parameter models that are employed to calculate the ISRF calibration key data for each and every pixel. These key data are used in the SWIR retrieval algorithms that derive the gas columns.
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The quality of the parameter fitting is determined by comparing the measured ISRF data points with the ISRF that results from the parameter model. An rms model value is determined in a similar way as the rms defined in Sect. 3.4. In general, the parameter smoothing will result in better and smoother ISRF calibration key data due to averaging and interpolation. Possibly counter intuitive, the rms value will be slightly larger as the ISRF data points are now compared with a smoothed ISRF instead of an optimized local ISRF that might be influenced by measurement imperfections. 
ISRF parameter iteration
An ISSF has typically only 4-5 spectral pixels with sufficient signal-to-noise ratio. Therefore, only fitting with a few parameters is accurate, yielding significant errors in the resulting ISRF. An iterative approach has been developed, starting with a symmetric model without tails. Once the ISRF has been fitted, the skew and tails are known approximately, and can be included as fixed properties while the ISSF is fitted again. The ISRF fit also benefits from a reduction of the number of parameters. Therefore,
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the refitted block width as a function of row and column is smoothed and used as a fixed property in the final ISRF fit. In the end, the ISSF and ISRF are determined in four passes or 'stages'. The differences between the parameter fitting in ISSF and ISRF fits in the different stages are summarized in Table 1 .
The procedure and number of stages have been verified using synthetic ISRF data. To illustrate the ISRF parameter iteration, we present the results of simulations using two realistic ISRFs, one nearly-symmetric and the other skewed. The calculations are performed without noise, and the ISRF is kept constant in each data set. A simulated measurement data set was constructed 5
given the shape of the ISRF and assuming a laser scanning over about 20 spectral pixels in small steps (100 per spectral pixel) similar to the actual calibration measurements. Table 2 The ISRF parameters of the skewed model are derived with high accuracy (better than 0.5%) after 3 stages. In contrast, the parameter iteration has problems deriving the ISRF tail parameters for the nearly symmetric ISRF, where the tail width is 10 overestimated by more than 20% and the tail fraction is underestimated by 25%. The curve-fitting routine is not the problem,
because Fig. 2c shows that the fit residuals are almost zero after stage 3. Apparently, in the case of a symmetric function the algorithm converges to a sub-optimal solution. In this case the algorithm has difficulty separating the nearly symmetric peak from the also symmetric tail function. However, the differences between the true ISRF and the derived ISRF are less than 0.25% and are considered acceptable. The algorithm converges in two stages, see A median has been taken over all rows illuminated. From visual inspection of the displayed ISRFs, one can conclude that: (i) the ISRF is sharper and higher at higher column number (longer wavelength); (ii) the ISRF fit resembles the ISRF data very well, e.g. the residuals are very small, except where small artifacts can be identified in the ISRF data; (iii) the fit residuals of the irradiance ISRF are nearly a factor 2 smaller compared with the radiance ISRF.
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The Pearson VII distribution has two parameters to control its shape: m and γ. When both are free parameters, the median value of m in the successful ISRF fits is 1.65 for radiance measurements and 1.25 for irradiance measurements. The difference is likely due to differences in stray light in these measurements. In all subsequent fitting, shape parameter m is fixed to 1.25
to enhance convergence of the curve-fitting routine and inter-comparison between ISRFs derived from irradiance and radiance measurements. It has to be noted that the contribution of the tail to the ISRF is small (≤ 10 %) and only significant 1-2 pixels 30 away from the peak. It has been verified that fixing the m parameter has negligible effect on the resulting ISRF and the fit residuals expressed in the rms value. parameters from the ISRF fit and after the bivariate polynomial fitting, see Figs. A1-A4. As an example, the skew-normal width is shown in: Fig. 5a its fitted value, Fig. 5c the bivariate polynomial fit result, and in Fig. 5b the difference between the two. The stripe pattern in Fig. 5a is due to scanning imperfections of the laser. They are removed and interpolated in Fig. 5c , but reappear in the difference plot of Fig. 5b . Conclusions for all fitting parameters are:
-Block width w of the ISRF is determined by the projection of the slit onto the detector and therefore decreases as a 10 function of wavelength. As expected, no variation is seen over the spatial dimension of the detector (swath angle).
-Skew-normal width d shows more fine-scale structure than the other parameters. The pattern is probably due to variations in the sensitive area of the detector as the pattern is also seen in sensitivity plots of the detector alone (Hoogeveen et al., 2013) . The fine-scale structures are smoothed in the parameter fit. This only has a minor effect on the quality of the ISRF calibration key data, as will be discussed later in this section.
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-Skew parameter s shows that the ISRF is positively skewed (s > 2) at shorter wavelengths, and negatively skewed at longer wavelengths, but with a gradient along the swath. It appears the algorithm excludes s values between −0.6 and +0.6 as the difference between these curves is only very small (< 10
−3
). The parameter fit of s will interpolate this gap, introducing an error in the parameter s. However, width parameter d has been designed such that no errors are introduced by the ISRF parameter fit.
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-Tail parameters η and γ show little variation over the swath, but their values can vary greatly from one column to the next. The tails have a low signal (< 0.01) outside the peak (see Figs. 3 and 4) . The low signal hampers the least-square minimization algorithm, leading to significant variation in the tail parameters. The bivariate fitting reduces the variation over swath and wavelengths. In general, the laser performed worse during the radiance measurements, yielding radiance ISRF measurements of poorer quality than the irradiance measurements. This can be seen in Fig. 7 , which shows in general higher rms values for the ISRF fits for the radiance measurements. Therefore, the radiance ISRF measurements are used for validation of the SWIR ISRF 5 calibration key data obtained using the irradiance ISRF measurements.
For the comparison of the irradiance ISRF with the radiance ISRF, swath angles with the best spectral coverage and quality are selected. From the radiance and irradiance data the rows at ranges 40-72 and 110-140 are selected. Figure 8 shows the median of the ISRF shape parameters as a function of column (before bivariate parameter fitting). In general, the spread in the irradiance data is larger. This is due to the fact that all irradiance data of a column are taken in a single laser scan, while 10 the radiance data of a column is taken from about 100 laser scans, thus averaging out some of the laser irregularities. The skew-normal width and block width show very good agreement at the right side of the detector, including the wiggles which are also visible in Fig. 5a . On the left side of the detector, the block width of the radiance ISRF tends to be smaller than that of the irradiance ISRF. This subtle difference is attributed to the non-optimal scanning of the laser at these wavelengths. The skew parameter tends to be slightly lower for the radiance measurements. However, the impact on the ISRF of this difference 15 is almost negligible. The tail parameters show reasonable resemblance in the two data sets, given the noise in both parameters.
In conclusion, the differences between the measured radiance and irradiance ISRF are too small to conclude that there is a significant difference between the two. More likely, differences are caused by imperfections of the laser-scan behavior or due to subtle differences in residual stray light. This justifies the use of the irradiance measurements to derive the ISRF calibration key data. Moreover, the radiance measurements effectively provide an independent validation of the derived ISRFs.
5 In-flight Monitoring of ISRF As knowledge of the ISRF is critical for the science results of the SWIR band, it has been decided to include means to monitor possible changes in the ISRF between the on-ground calibration campaign and the first measurements in space, and to monitor the ISRF during the 7 years of operational lifetime. For this, five tunable diode lasers in the SWIR wavelength range are included in the on-board calibration unit. Roughly once per month, the ISRF will be monitored using each laser. The laser 25 wavelengths are scanned by tuning the temperature of the laser using a built-in thermo-electric cooler. The scanning range is about 6 spectral pixels so that the ISRF can be monitored for one or two wavelength pixels per laser. The on-board laser illuminates the SWIR spectrometer via a dedicated diffuser. As the diffuser is not moved during the measurements, there will be speckle. Most speckle is removed by taking the median of the data of all illuminated rows.
During the commissioning phase, in-flight measurements with the on-board lasers will be performed with a moving and a 30 fixed diffuser. The ISRF obtained from these measurements can be compared with the ISRF measured on ground using the external laser and the on-board diode lasers to detect any possible changes. The early in-flight measurements also act as a reference for the ISRF monitoring. The monitoring ISRF is of sufficient quality to check for any degradation of the instrument but cannot be applied in trace-gas retrieval. Should it be necessary, the on-board diode lasers can be used to recalibrate the ISRF for a significant part of the SWIR band.
With an oscillating diffuser, the ISSF and pixel ISRF are determined in four stages, as described in Sect. 3, except that ISRF parameter smoothing (Sect. 3.5) is calculated from the ISRF fits of the few columns scanned per diode laser. The column dependence of the shape parameters is neglected and the row dependence is smoothed by a second order polynomial.
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The monitoring ISRF for each of the five lasers is determined with the algorithm presented in Sect. 3 without iterations. It starts with the ISSF fit of stage 4 where a reference ISRF is used based on smoothed parameters of the given row. Then the median ISRF is calculated from all ISRF data of the central one/two fully-scanned columns, neglecting any row dependence.
The ISRF determination using the diode laser with and without moving on-board diffuser has been tried during the ground test and calibration campaigns. The ISRF measured with the diode lasers is in close agreement with the ISRF calibration data,
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thus proving the usability of the method and validating the calibration data. The monitoring ISRF deviates from the ISRF calibration data as could be expected. However, it is believed the method is sensitive enough to be used on board for long-term monitoring, being able to distinguish between changes in the real instrument ISRF and changes in the speckle pattern.
Conclusions
A new and accurate method using a scanning OPO has been developed and applied to characterize the TROPOMI-SWIR The ISRF measured through the irradiance port using the solar diffuser has been compared with the equivalent ISRF measured via the radiance port. The differences between the ISRFs derived from both data sets are very small, and largely due to differences in stray-light treatment and laser scan imperfections. The derived ISRF meets the requirement on ISRF knowledge 25 and should thus be sufficient for methane retrievals.
The on-board calibration unit contains five diode lasers in the SWIR wavelength range. These diode lasers will be employed to verify the ISRF calibration key data after launch. During operations, the lasers will be used to monitor the long-term stability of the optical properties of the SWIR module. 
